
Step 2. Place the device 
on patient. The compression 
plate is placed directly over 
the arterial puncture site. 
The sheath will be under the 
compression plate. Loop 
VeLcro® brand strap 
through slot; attach and 
tighten appropriately. 
Strap should be snug.
Do not over 
tighten Strap.

VeLcro® is a registered trademark 

of Velcro Industries B.V.

Step 3. remove sheath 
while rotating dial clock-
wise to achieve hemostasis. 
To avoid over-tightening the 
device, decrease compres-
sion until slight bleeding is 
observed; slowly increase 
compression until bleeding 
stops.

Warning – Do not 
over-tighten device.

Step 4. Initial compression 
should be maintained for 
a minimum of 30 minutes; 
however, some patients 
may require longer initial 
compression times. continue 
to check for bleeding at 
regular intervals; if bleeding 
occurs, adjust compression 
by turning dial clockwise. 
note – Use minimum 
amount of pressure 
necessary to achieve 
hemostasis.

Warning – patient should 
not be left unattended 
while device is in place.

Step 5. To decrease 
compression, squeeze release 
tabs and rotate dial counter-
clockwise to desired compres-
sion. compression may be 
reduced every 15-30 minutes; 
however, some patients may 
require longer time intervals. 
note - if bleeding is 
observed from access site, 
increase compression until 
bleeding stops.

Step 6. once hemostasis is 
achieved, remove device and 
discard.

raDiaL approaCh it’S time for optionS™

Step 1. To prepare the 
Finale™ device for use, 
squeeze tabs and rotate 
dial counter-clockwise until 
it stops. 

US & Foreign Patents Pending.

Radial Compression Device

catalog  
Number Band Length

fCD100 10” (25.4cm)
fCD200 12” (30.5cm)
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Stepped compression 
Plate goes directly over 
arterial puncture site.


